
How to use your 

Remember to always read the instructions and check all expiry dates that come with the test kit.
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Wait for 15 minutes
to read the result. 
Do not read the result 
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Buffer 
type Sachet

Buffer Bottle
6 drops in 
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rotate 5 times, 

press against tube

30
mins

Do not leave the test 
to develop for longer 
than 30 minutes. Keep 
buffer solution for next tests.
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Now report 
your result:

Scan or type in 
gov.uk/report-
covid19-result
to get to the 
reporting page

You will need:
• the code on 

the test cassette 

You’ve only 
completed 
your test once 
you’ve reported 
the result

Your Organisation Number (UON) is
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SureScreen – Pack of 7

Wait for 10 minutes 
to read the result. 
Do not read the result 
after 20 minutes.
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